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Abstract
We report on the development of a trapped-
ion, microwave frequency standard based on
the 12.6 GHz hyperfine transition in laser-
cooled ytterbium-171 ions. The entire system
fits into a 6U 19-inch rack unit (51×49×28 cm)
and comprises laser, electronics and physics
package subsystems. As a first step towards
a full evaluation of the system capability, we
have measured the frequency instability of our
system which is 3.6 × 10−12/√τ for averaging
times between 30 s and 1500 s.
1 Introduction
The current state of the art of portable mi-
crowave clocks and frequency standards are
based on beam-tubes [1], vapor cells [2, 3],
and trapped ions in buffer gas [4, 5, 6]. In
beam-tube clocks the linewidth of the atomic
resonance is proportional to the length of the
beam-tube and this places limits to the extent
to which they can be miniaturized. In addi-
tion, the atom-flux in a beam-tube is ther-
mal which limits performance by the second-
order Doppler effect, and the magnets that
provide state-selection produce magnetic inho-
mogeneities along the beam path that result
in a difficult to characterize second-order Zee-
man shift. Vapor-cell clocks are sensitive to
the cell temperature and pressure, their out-
put frequency drifts on timescales longer than
approximately one day, and long-term aging
phenomena affect the frequency [7]. Buffer-gas
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cooled trapped ion systems are susceptible to
collisional and pressure related shifts that limit
long-term stability and accuracy [8, 9, 10].
The use of thermal atoms in these systems
also limits frequency reproducibility. To re-
duce these effects, the highest-performance
laboratory clocks, such as cesium fountains
[11, 12, 13] use laser cooling in an ultra-high
vacuum (UHV).
We report on the development of a labora-
tory prototype system for a compact, trapped-
ion, microwave frequency standard incorporat-
ing laser cooling. The system is shown in
Figure 1 and is housed in a 6U 19-inch rack
(51× 49× 28 cm).
Non-portable laboratory versions of laser-
cooled, ytterbium-ion, microwave frequency
standards have been built [14, 15] and it is es-
timated that a potential fractional frequency
instability of 5 × 10−14/√τ and fractional fre-
quency uncertainty of ∼ 5× 10−15 are achiev-
able in laboratory systems [10, 14]. Clock ap-
plications at this level of performance include
network synchronization, navigation and accu-
rate timing capabilities independent of Global
Navigation Satellite Systems (GNSS).
In this paper, our trapped ion microwave
frequency standard is described. The appa-
ratus (physics package, lasers, and electronics)
is outlined in section 2, the methods of oper-
ating the frequency standard are described in
section 3. The results achieved to date, and
an analysis of the limitations to stability and
accuracy of our frequency standard, are pre-
sented in section 4.
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Figure 1: Labelled photograph of the frequency stan-
dard within the 6U, 19-inch rack case (top) and the vac-
uum chamber (bottom). The majority of the electron-
ics is located on the vertical 6U cards at the front left of
the case. The laser system is housed at the front-right
of the case. The physics package, within a magnetic
shield, is located at the back-left. The ion pump con-
troller is visible at the back-right. A power supply (not
shown) is at the rear. The vacuum chamber houses
the ion trap, pumps, and electrical feedthroughs. Not
shown on the image are the PMT, imaging optics, and
coils that are rigidly mounted to the chamber. Ad-
ditionally, we fitted a soft iron enclosure around the
ion pump to confine the magnetic field from the pole
pieces.
2 System Overview
The frequency standard [16] consists of three
main subsystems: Ions are created, trapped
and probed within an evacuated linear ion trap
system; all the required lasers and optics with
the exception of a wavemeter are housed in
a 6U pullout rack unit. The 6U rack also
contains the electronics and microwave system
that runs the operational sequence and locks
an oscillator to the atomic resonance. These
systems are detailed in the following subsec-
tions. During normal clock operation, when
the oven is not being fired the system consumes
a maximum power of only 80 W.
The term schemes showing the atomic tran-
sitions used in the frequency standard for both
neutral and singly-ionized 171Yb are shown in
Figure 2.
To laser cool the ions, microwaves at
12.6 GHz are applied and a 369 nm laser is
tuned to the F = 1→ F′ = 0 component of the
6s : 2S1/2 → 6p : 2P1/2 transition. To mix the
ground states during cooling, the microwave
transition is driven rapidly with a Rabi fre-
quency of 100 kHz. The cooling transition is a
strong, dipole-allowed transition with a nat-
ural linewidth, γ369, of 19.6 MHz full width
at half maximum (FWHM) [17]. The cool-
ing cycle is not completely ‘closed’ since the
upper state can decay with a probability of
about 1/200 into a 2D3/2 state with a 50 ms
lifetime [18]. To prevent ‘shelving’ the ions
in this state, a laser of 935 nm is tuned to
the 2D3/2(F = 1) → 3[3/2]1/2(F′ = 0) tran-
sition. During laser-cooling the detected ion
fluorescence rate of the 369-nm transition is
1.5 × 105 counts/s from 300 ions, which corre-
sponds to each of the ions scattering approx-
imately 2 × 104 photons/s taking into account
our collection efficiency of 2.7%.
Ytterbium has a low-lying F-state with a
natural lifetime of the order of 10 years [19].
The long lifetime can be exploited to provide a
narrow linewidth for an optical clock [20, 21].
However, population trapping in the F-state
can occur by a collisional mechanism, and this
can degrade the performance of a clock [8, 22].
To avoid this we took the precaution of includ-
ing a 760 nm laser in our system. Additionally,
2
Figure 2: Partial term schemes showing the driven
atomic transitions and the required laser wavelengths
and microwave frequencies. The inset shows the tran-
sitions in neutral ytterbium used for photoionization.
The main diagram shows the 171Yb+ term scheme.
the frequency standard operates under UHV
(typically < 10−10 mbar is measured by the ion
pump controller) and the collisional route into
the F-state is suppressed. We did not observe
significant population trapping in the F-state,
even when operating without the 760 nm laser.
The laser cooling of 171Yb+ has a further
complication. In the absence of an external
magnetic field, the ions will become optically
pumped in the 2S1/2, F=1 dark states. A mag-
netic field of 700µT was applied by a coil to
induce a precession of the ions’ dipole moments
to destabilize the dark states [23]. This large
magnetic field must be turned off during the
probe phase of the clock cycle to reduce the
uncertainty in the second-order Zeeman shift.
When switched off, the magnetic field falls to
1% of it’s full value within 12 ms, limited by
eddy currents.
The Doppler limit for laser cooling is around
0.5 mK [17, 24]. However, confining large
clouds of ions in a quadrupole linear RF trap
inevitably leads to significant micromotion and
therefore the ion temperatures were higher
than this Doppler limit.
2.1 Physics package
The physics package comprises a linear ion trap
within a vacuum housing and is mounted in-
side a mu-metal magnetic shield. A photomul-
tiplier (PMT) with imaging optics, magnetic
bias coils, and fiber optic collimators are at-
tached outside the vacuum chamber.
The ion trap comprises four rods and five
plate electrodes as shown in Figure 3. The
rods provide trapping in the radial direction,
and a pair of plates confine the ions axially.
Two orthogonal plate electrodes are used to
compensate for stray DC fields and minimize
radial micromotion. The final plate electrode
is grounded. The plates are isolated from each
other by polyether ether ketone (PEEK) wash-
ers. The trap assembly was screwed into in-
ternal mounting holes in the vacuum chamber
with PEEK screws. The oven, which provides
the source of neutral ytterbium atoms, is em-
bedded within a ceramic housing in an elec-
trode. The front of the oven was spot-welded
on the horizontal compensation electrode. The
dimensions of the ion trap are summarized in
Table 1. The ratio of the rod electrode radius
to the ion-electrode separation, re/r0 was 0.63,
which is less than the value of approximately
1.145 that gives the best approximation to a
quadrupolar electric field [25, 26]. Departing
from the ideal quadrupolar field causes an in-
crease in orbits within the ion trap that are
unstable, and gain energy from the trapping
field [27].
As this device was designed to be trans-
portable, it was essential that the various op-
tical elements be robustly mounted. The laser
launchers, PMT and magnetic shields are all
directly mounted onto the vacuum chamber.
The vacuum chamber was made from titanium
as it is non-magnetic and exhibits low out-
gassing. The fused silica windows were a low-
profile design and indium-sealed to titanium
flanges. The vacuum system was baked at
130 °C for a week while connected to a turbo-
molecular pump to remove outgassing material
sorbed to the chamber walls. Indium seals on
the windows limited the baking temperature.
After bake-out, the internal getter pump was
activated, and the external pump was valved
off and removed. Getter pumps do not pump
3
Figure 3: Three-dimensional illustration of the ion
trap with the laser paths shown. The electrodes are
colored for identification: endplates: blue, horizon-
tal compensation: red, vertical compensation: yellow,
ground: green. The oven is embedded, within an alu-
mina insulator, in the horizontal compensation elec-
trode. The four rods are isolated from the endplates
by alumina bushes. The axial laser beam contains the
UV wavelengths and passes through holes bored in the
endplates. The IR laser beam is 60° to the axis and
passes through a cut-out on the electrode that houses
the oven. PEEK washers are used to isolate the plates
and PEEK screws attach the ion trap to the vacuum
chamber.
noble gases so, for long-term operation, an ion
pump was also used.
2.2 Laser system
The laser system [28] comprises four lasers:
369 nm, 760 nm, 798 nm, and 935 nm. Of these
lasers, the 935 nm and 760 nm are commer-
cially available as distributed feedback (DFB)
devices as they are used in gas sensing ap-
plications. The 798 nm is a volume holo-
graphic grating (VHG) extended cavity diode
laser (ECDL) [29] and is frequency doubled
to 399 nm in a periodically-poled nonlinear
waveguide. The 369 nm was provided by an
ECDL.
The laser beams are transmitted from the
laser system by polarization-maintaining (PM)
fibers to fiber launchers that are fixed to the
vacuum chamber. These send the UV beam
down the trap axis and the IR at 60° to the
axis. Both beams are focused to a waist at
a position after the ions. At the ions, the 1/e
Table 1: Ion trap parameters
rod
electrodes
titanium electrodes, radius,
re = 2 mm.
endcap
electrodes
aluminum plates separated
by 17.8 mm.
rod spacing 7.3 mm center-to-center.
laser access
on-axis 4.8 mm diameter bore
through endplates.
3.5× 4 mm notch in oven
holder 60° to axis.
ion-
electrode
separation,
r0
3.16 mm.
re/r0 0.63.
intensity radius is 200µm for the 369-nm laser
and 300µm for the 935-nm laser.
Although it is advantageous for the beams
to travel down the trap axis as it ensures the
best overlap with the ions, it was simpler to
send the IR and UV beams through separate
windows.
2.3 Electronics and microwave
package
The electronics system comprises the power
supplies, microwave frequency generation and
experiment control. NPL-designed low noise
current sources are used for both the 369 nm
laser and the Helmholtz coils. These current
sources are a modification of a Hall-Libbrecht
design [30, 31]. The current sources that are
used for the other lasers are commercial de-
vices. The lasers are temperature controlled by
an NPL-designed temperature controller. The
RF trap drive is based on a circuit developed
by Sandia [32].
A field-programmable-gate-array (FPGA)
controls the experimental sequence. A graphi-
cal user interface (GUI) allows the experimen-
tal sequences and timings to be altered from a
laptop computer.
The frequency chain to produce the
12.6 GHz clock frequency from a 10 MHz
quartz (Rakon HSO 13) local oscillator is
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shown in Figure 4. This frequency chain mul-
tiplies a 10 MHz input up to 12.8 GHz. This
12.8 GHz signal is split into two paths, the
first path is divided by 16 to clock two di-
rect digital synthesizers (DDSs) (Analog De-
vices AD9912) and the second path is sent into
a mixer. The second input of the mixer is a sig-
nal of around 158 MHz that is used to generate
the clock frequency as the low-frequency side-
band of the mixer output. The 12.8 GHz and
the high-frequency sideband are then removed
by a band-pass filter, and the clock frequency
is then applied to the ions via an antenna.
The power of the applied microwaves can
be controlled in the switching network of
two single-pole-double-throw (SPDT) switches
which provide up to 130 dB of dynamic range
between the high-power state, used for laser
cooling, and the low-power state, used for state
preparation and probing the clock-transition.
An error signal is derived through modulat-
ing the probe frequency to measure the high-
and low- frequency sides of the resonance, and
the frequency offset between the free-running
frequency chain and the ions is determined.
This frequency offset is used for both locking
12.6 GHz to the ions and for providing the sta-
bilised RF outputs.
The stabilised RF outputs are gener-
ated by updating DDS 2 (Figure 4) that
outputs 300 MHz. The frequency correc-
tions that are calculated by the feedback
loop at 12.6 GHz are divided by a constant
(12.6418...GHz/300 MHz ≈ 42.14) to ensure
the appropriate fractional change. This re-
moves the drift from the free-running fre-
quency chain and transfers the stability from
the ions’ frequency discriminant to the clock
output. The AD9912 DDSs have a resolution
of 4µHz, which means that the RF outputs
can be tuned with a fractional-frequency reso-
lution of 1.4 × 10−14, the fractional frequency
resolution of the probe frequency at 12.6 GHz
is 4× 10−16.
This all-digital method relaxes the require-
ments for the tuning characteristics of the
LO, and means designing a low-noise analogue
voltage-tuning circuit is not required.
3 Method of operation
At the beginning of a measurement the
lasers are frequency-stabilized by locking to a
wavemeter that is external to the 6U 19-inch
rack [33] and a few hundred ions are loaded
by passing a current through an oven in the
presence of 399 nm and 369 nm light. The LO
is then locked to a Rabi resonance from the
trapped ions. The measurement cycle consists
of four stages: laser cooling, state preparation,
clock pulse, and state-detection.
During the state-detection stage, a neu-
tral density filter is moved into the 369-nm
beam to reduce the intensity to below the
saturation level. This has the dual ben-
efits of both reducing the number of pho-
tons scattered off the compact trap and
vacuum apparatus and also increasing the
number of signal-photons by suppressing the
off-resonantly driven 2S1/2(F = 1) → 6p :
2P1/2(F
′ = 1) non-cycling transition. The con-
trast of the detected feature is also limited by
incomplete state preparation that results from
the 2S1/2(F = 0) → 6p : 2P1/2(F′ = 1) transi-
tion being driven at 10% of the rate of the res-
onant 2S1/2(F = 1) → 6p : 2P1/2(F′ = 0) tran-
sition. It is thought that this large off-resonant
transition rate is due to amplified spontaneous
emission from the 369-nm ECDL, this effect
has been reported for similar 393-nm UV laser
that is used in calcium ion systems [34]. The
cycle time is dominated by the clock pulse and
laser cooling, which for the data presented were
both 4 s in duration. Figure 5 shows the states
of the apparatus during each of these stages of
the measurement.
A linear drift-insensitive digital integrator
feedback scheme is used to find the new fre-
quency of the offset of the LO, fi, from the
previous frequency, fi−1, and the fluorescence
imbalance between the low and high-frequency
probe frequencies (SL − SH). The two probe
frequencies are offset from fi−1 by the same
amount in the low- and high- frequency sides of
the resonance. The gain, g, is calculated from
a fit to the Rabi resonance. The feedback loop
is made insensitive to a linear signal-level drift
by probing the high and low-frequency sides of
the resonance twice before applying a correc-
5
Figure 4: Schematic of the frequency chain. The frequency chain produces both the 12.6 GHz for driving the
clock transition and the stabilized clock outputs from a free-running 10 MHz LO.
399 nm shutter open closed
Oven on off
Microwave switches high power low-power high power
760 & 935 nm shutter open closed open
369 nm shutter open closed open
369 nm filter off in beam off
PMT read
Cooling B Field on off on
Phase loading cooling state prep pi pulse readout cooling
Timing 120 s 4 s 30 ms 4 s 100 ms (4 s)
Figure 5: Clock measurement sequence, showing the states of the hardware elements during the measurement
cycle, and the timings used for the measurements presented. The low-power microwaves are attenuated by
130 dB from the high-power state. The cycle time of ≈ 8 s is dominated by the cooling and clock pulse times.
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Figure 6: Measured Rabi lineshape. The data were
obtained from a single scan with a microwave pulse
length of 4 s and detection time 100 ms. The frequency
scale is relative to the peak of the resonance, offset
from the unperturbed frequency by about 2 Hz. These
data were taken at the beginning of the stability mea-
surement.
tion, in a pattern: low, high, high, and then
low:
fi = fi−1 +
g
2
(SL1 + SL4 − SH2 − SH3). (1)
The gain is divided by two in Equation (1) be-
cause both sides of the line are sampled twice
before a correction is made.
4 Results
A Rabi lineshape was measured by sweep-
ing the microwave frequency through the reso-
nance, and this is shown in Figure 6. Following
the frequency sweep, the microwaves were then
locked to the resonance. The lock to the clock
transition produces a stabilized 10 MHz output
signal and this was compared with the 10 MHz
signal from a maser via a phase comparator
(Microsemi 3120A). The phase difference was
logged as a function of time, and the Allan
deviation was calculated and displayed in real
time on a PC.
Figure 7 shows frequency stability data
taken over a continuous period of 21/4 hrs. Dur-
ing the measurement, the signal level was de-
creasing with a half-life of 1.2 hrs. This re-
sulted in increased instability from shot-noise
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Figure 7: Stability of the frequency standard mea-
sured against a hydrogen maser. The fractional over-
lapping Allan deviation (OADEV) is plotted against
averaging time. An instability of 3.6± 0.2× 10−12/√τ
is measured between averaging times of 30 s to 1500 s.
Signal loss, shown in the inset, limits the data to
21/4 hrs.
as discussed in the following section. An in-
stability of 3.6± 0.2× 10−12/√τ for averaging
times between 30 s and 1500 s was measured.
The following sections detail the causes of
instability that affect the performance of this
frequency standard. These include shot-noise
when measuring the clock-transition, which
limits the stability for the data presented, and
instabilities due to changing environmental pa-
rameters that must be controlled for long-term
stability performance. The results of this anal-
ysis are summarized in Table 2.
4.1 Shot noise and dead time
From the scan over the Rabi feature that was
taken at the beginning of the measurement,
the shot-noise limit to the instability was es-
timated as σSN(τ) ≈ 1 × 10−12/
√
τ by using
the formula [35]:
σSN(τ) ≈
√
τp + τd
pi · SNR ·Q ×
1√
τ
. (2)
The clock-transition was probed for τp = 4 s
and there was τd = 4 s of cooling time between
measurements. The signal-to-noise ratio at the
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peak (SNR) was estimated as 16 by using the
formula:
SNR ≈ SH√
BG + SH
, (3)
where SH is the signal level above the back-
ground at the maximum point and BG is the
background signal level that arises from light
scattered from the ion trap electrodes, and in-
complete state preparation.
The quality factor (Q) was 6.32× 1010 from
the FWHM of 0.2 Hz and the transition fre-
quency of 12.6 GHz. Signal loss caused the
SNR to decrease exponentially over time with
a half-life of 1.2 hrs and so the instability was
higher than that estimated from the initial
Rabi resonance. It is believed that this signal
loss is due to molecular ions forming by the
ytterbium ions chemically reacting with gases
that are released into the vacuum system when
the ytterbium source is heated.
The pressure in the vacuum system was mea-
sured by monitoring the current drawn from
the ion pump controller. These currents are a
few nanoamperes and there is a large uncer-
tainty in the derived pressure. During clock
operation, the reported pressure was below
10−10 mbar but when the oven is heated to load
ions into the trap, this rises to 1× 10−9 mbar.
At < 10−10 mbar, the expected ion-neutral
collision rate is 15 per ion per hour using
the Langevin model for ion-neutral atom col-
lisions [36, 37]. Ytterbium single-ion optical
clocks have shown ion lifetimes greater than
one month [38] but ytterbium ions are known
to react rapidly with H2O and O2 molecules
[39] and these gases may be emitted when the
oven is heated. A new oven design with a lower
operating current and improved thermal isola-
tion is undergoing tests and this shows much
lower levels of fluorescence loss.
4.2 Second-order Zeeman shift
As the clock transition has no linear Zeeman
shift at zero magnetic field, the frequency sen-
sitivity to magnetic fields is primarily from the
second-order Zeeman effect. For 171Yb+ this is
[40]:
∆ν2OZ
B2
= 31.08 [mHz/(µT)2]. (4)
Small DC fluctuations, δB, on a background
magnetic field, B, result in changes to the
second-order Zeeman shift, δν2OZ , given by:
δν2OZ
νclock
= 4.92× 10−12 [µT−2] B · δB, (5)
to first order in δB.
A stable magnetic field giving rise to a con-
stant second-order Zeeman shift is not a prob-
lem, provided that it is corrected for; fluctuat-
ing magnetic fields provide a greater challenge.
To mitigate this effect, the scalar product of
the terms B and δB is minimized by making
these vectors orthogonal. B is reduced by ad-
justing the currents in three orthogonal sets of
Helmholtz coils to null the background mag-
netic field. Subsequently, a small and well-
controlled bias of 8µT is applied to define
the quantization-axis. At this bias field the
second-order Zeeman shift is about 2 Hz, and
to first order, the fractional frequency sensi-
tivity to magnetic field fluctuations parallel to
the bias field is 4.0 ± 0.1 × 10−11 /µT. The
δB term is minimized by operating the trap in
a magnetic shield with a DC shielding factor
parallel to the bias field of 40±4 (and approx-
imately 750 and 20 in the two perpendicular
directions), and by using low noise power sup-
plies to drive the Helmholtz coils.
Both the background magnetic field in the
laboratory, and the current passing through
the quantization-axis coils, were measured to
determine the instability of the second-order
Zeeman shift. The magnetic field in the lab-
oratory was measured with a fluxgate magne-
tometer, outside the magnetic shields, a few
centimeters away from the ion trap. The coil
current was measured across a 20 Ω precision
resistor on a voltmeter.
The instability in the second-order Zeeman
shift is shown on Figure 8 and the results are
summarized in Table 2. The instability due
to fluctuating magnetic fields is small com-
pared to the instability from the shot-noise.
There is also an AC second-order Zeeman shift
that arises from oscillating magnetic fields [41].
The oscillating magnetic fields are primarily
from two sources, 50 Hz mains AC and the RF
trap drive. The 50 Hz field was measured us-
ing the fluxgate magnetometer. This sensor
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Figure 8: Calculated second-order Zeeman instabil-
ity from the measured fluctuations in both the back-
ground magnetic field of the laboratory (red trace) and
the magnetic field from the bias coils (blue trace). The
drift in the background field that is evident after a few
hundred seconds could be removed or corrected for by
a control system.
is sensitive to oscillations below a few hun-
dred Hertz and an oscillating magnetic field
with amplitude 10µT at 50 Hz was measured
parallel to the quantization axis. Assuming
that the 50 Hz shielding factor is similar to the
DC value, this results in a frequency shift of
8 ± 1 × 10−14 and an instability that is negli-
gible over the timescales of our frequency sta-
bility measurement.
The trap capacitance causes small oscillat-
ing currents at the trapping frequency in the
trap rods. For a perfectly symmetric trap,
the magnetic fields generated by these currents
will cancel along the nodal line of the trapping
field. However, if the ions are not centered, or
if the currents are not symmetric, an oscillating
magnetic field will cause an AC Zeeman shift
[41, 42]. The fractional frequency shift from
this effect was calculated to be below 1×10−15.
4.3 Second-order Doppler shift
The frequency shift due to the second-order
Doppler effect is given by:
∆ν2OD = −ν
2
× u
2
c2
, (6)
where ν is the center frequency of the reso-
nance, u is the velocity of the ion and c is the
speed of light.
A measurement of the ion velocities was
made by observing the first-order Doppler shift
on the 369 nm cooling transition. The laser de-
tuning was scanned from the red side of the res-
onance towards line center both when the ions
were continuously cooled and when the laser
was extinguished for 4 s between measurements
to simulate a clock measurement. The results
are shown in Figure 9. As may be expected
from a cloud of ions, it is evident that there
is significant micromotion [43, 44]. To calcu-
late the second-order Doppler shift, the root
mean square (rms) velocity was calculated by
numerical integration of the velocity distribu-
tions implied from these scans over the cool-
ing transition. These calculated velocities are
over-estimates as the method assumes that all
the broadening of the transition is due to first-
order Doppler shifts and because laser heat-
ing effects have suppressed the fluorescence of
the ions at small detunings. Between measure-
ments the laser is not returned to line-center
and the effect of this incomplete recooling will
also contribute to an over-estimate of the rms
velocity. From these measurements the second-
order Doppler shift was estimated to be below
−2.0± 0.5× 10−14 and have an instability less
than 5× 10−15.
4.4 Quadratic Stark shift
The quadratic Stark shift from the RF trap-
ping field is given by [45]:
∆νAC Stark
νclock
= −ks
〈
E2
〉
(7)
= −4ks
(
ωsingle
ωcloud
)2 mΩ2trap
e2
kBT,
(8)
where e is the elementary charge and
Ωtrap is the RF trap frequency. The
value of the coefficient ks has been mea-
sured experimentally [46] to be ks = 2±
1 × 10−21 m2V−2. The trap drive frequency
was (2pi)× 2 MHz, and the peak-to-peak volt-
age was 300 V. The ratio of the single-ion and
cloud secular frequencies
ωsingle
ωcloud
was measured
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Figure 9: Doppler broadened profiles of the laser-
cooling transition. The trace in blue shows the fluo-
rescence profile with no dark time and can be used to
infer a rms velocity of 18±2 m/s. Each of the points on
the orange trace is a measurement immediately after
a 4 s period where the cooling laser was blocked. To
avoid cooling the ions, the measurements were taken
within 10 ms of the cooling laser becoming unblocked.
From the profile of the transition, the rms velocity after
the clock pulse is calculated to be 55± 10 m/s. These
rms velocities are likely to be over-estimates for rea-
sons that are explained in the text. The y-axis scale
is relative to the peak fluorescence with no dark time,
the background from light that is not scattered by the
ions is removed.
to be 1.0 ± 0.1. The resulting fractional fre-
quency offset is 2 ± 1 × 10−15 and instability
from the quadratic Stark shift is at the 10−15
level.
4.5 Black-body radiation (BBR)
shift (AC Stark shift)
There is an AC Stark shift due to the thermal
radiation produced by the ions’ surroundings,
T , given by [47]:
∆νBB
νclock
= β
(
T
T0
)4 [
1 + 
(
T
T0
)]2
, (9)
where T0 is the room temperature and 300 K
and the coefficients are [47, 48] β = −9.83 ×
10−16, and  = 2× 10−3.
An estimate of the fractional frequency shift
from BBR of −1.0 ± 0.1 × 10−15 is obtained
by assuming a 20 K range in temperature for
the ions’ surroundings, from 300 K to 320 K.
A fractional frequency sensitivity to the tem-
perature close to 310 K is calculated to be
−1 × 10−17 /KT≈310 K. Assuming an unstable
temperature at the 10 K level gives an esti-
mate of the fractional frequency instability of
the BBR shift of < 1× 10−16.
4.6 Dick effect
In the measurements reported in this paper,
the duty cycle — defined as the fraction of the
measurement devoted to probing the transition
— was 1/2. Due to the ions not being continu-
ously measured, some high-frequency noise on
the oscillator will be aliased to lower frequen-
cies and will add instability to each clock mea-
surement. The instability added for a duty cy-
cle of 1/2 was calculated by Dick [49] as 1.4
times below the local oscillator instability at
the measurement time. As the instability from
shot-noise from the ion signal was greater than
the instability from the LO at the measure-
ment time, we are not limited by the Dick ef-
fect.
5 Future Developments
The most significant limitation to the perfor-
mance of the prototype described in this pa-
per arises from signal loss via an accumula-
tion of non-fluorescing (dark) ions that ap-
pear to be molecular ions formed by 171Yb+
reacting with background gas. Attempts to re-
cover fluorescence using either 760 nm light at
F state repump frequencies that we measured
from a Yb+ optical clock [28] (760.065(1) nm
and 760.075(1) nm), or the YbH+ dissociation
wavelength — 369.482 nm [50], were not suc-
cessful. The observation that the dark ions
accumulate primarily on the radial edges of a
Coulomb crystal as seen in Figure 10 implies
that the dark ions are heavier than 171Yb+ and
so we conclude that they are most likely to be
Yb molecular ions. This separation occurs be-
cause the central ion-trapping force is stronger
for lighter ions than heavier ions [51, 52]. Iden-
tification via molecular mass determination
from the secular frequencies [39, 53] is not
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Table 2: Summary of the sources of noise, frequency uncertainty and frequency offsets during this frequency
stability measurement. Further details are within the referenced sections of the text.
Fractional frequency:
Effect Parameter values Sensitivity Offset Instability
Shot-noise and
dead time
650 initial signal and 750 background
photons, duty cycle 1/2,
signal loss with half-life 1.2 hrs
[sec: 4.1]
— —
3.6± 0.2× 10−12/√τ
30 < τ < 1500 s
Second-order
Zeeman: coils
Bbias = 8.0± 0.2µT
[sec: 4.2]
4.0± 0.1× 10−11 /µT 1.60±0.08×10−10*
< 1× 10−13
1 < τ < 102 s,
1.4± 0.1× 10−14/√τ
102 < τ < 104 s
[fig: 8]
Second-order
Zeeman:
background DC
Blab ≈ 50µT
Shielding factor = 40± 4
[sec: 4.2]
1.0± 0.1× 10−12 /µT nulled by coils
< 1× 10−14
1 < τ < 104 s
[fig: 8]
AC Zeeman
B50 Hz < 0.25µT
BΩ < 20 nT
[sec: 4.2]
2.5× 10−12 /(µT)2
8± 1× 10−14
(50 Hz)
< 1× 10−15 (Ω)
< 1× 10−15
Second-order
Doppler
vrms ≈ 18 m/s→ 55 m/s
[sec: 4.3]
−5.6× 10−18 /v2rms −2.0± 0.5× 10−14 < 5× 10−15
Quadratic Stark
shift: trap drive
Ω = 2 MHz, Vpk−pk = 300 V
[sec: 4.4]
< 1× 10−16 /Vpp 2± 1× 10−15
< 1× 10−15
BBR shift
300 ≤ Ttrap ≤ 320 K
[sec: 4.5]
−1×10−17 /KT≈310 K −1.0± 0.1× 10−15 < 1× 10−16
Dick effect
duty cycle 1/2, Feedback at 30 s
[sec: 4.6]
— — ∼ 1× 10−13/√τ
* This uncertainty is due to the method used to measure the second-order Zeeman shift during
this stability measurement. For a full-accuracy implementation of our clock, we would monitor
this shift using the F = 1,mF = ±1 magnetically sensitive Zeeman components of the clock
transition and this uncertainty could be reduced to below 1× 10−14.
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straightforward on account of the large 171Yb+
mass.
Investigations are ongoing as ion loss clearly
impacts on both long-term frequency stabil-
ity and operational time, and reduces the ef-
ficiency of the laser cooling. Before the dark
ions form, it takes 500 ms for the fluorescence
to recover after the cooling laser is blocked for
4 s during a clock pulse. This recovery time
increases as the number of dark ions increases.
To ensure consistent cooling we use a conser-
vative cooling time of 4 s.
The mounting and heatsinking of our oven
are also undergoing design changes and prelim-
inary off-line tests indicate significant perfor-
mance improvements. Our new oven arrange-
ment requires considerably less current and we
believe that this will lead to reduced ion loss
and more rapid ion re-loading in a future trap
system. Reduced oven currents can also be ex-
pected to lead to reduced changes in ambient
magnetic field on loading and so improve load-
to-load frequency reproducibility. This short-
term reproducibility (system re-trace) is cur-
rently limited at the 2 × 10−13 level which we
believe is dominated by temporary magnetiza-
tion of between 10 nT and 25 nT generated by
the oven current.
The dominant frequency shift for this clock
arises from the second-order Zeeman effect and
this is determined by our applied bias field B ≈
8µT. This high bias field is required because,
in the presence of a magnetic field gradient,
the clock transition can be broadened when
the Zeeman splitting equals that of a secular
frequency. This is discussed in Ref. [54] and
creates an additional clear-out path from the
F = 1,∆mF = 0 clock level, broadening this
transition. Operating at a magnetic field giv-
ing a Zeeman splitting of more than the secular
frequencies restricts us to B ≥ 8µT and there-
fore sets a limit on the Zeeman shift (equation
(5)) and its contribution to the frequency sta-
bility arising from changes in the ambient mag-
netic field. However, by incorporating a second
lock to the F = 1,mF = ±1 magnetically sensi-
tive Zeeman components, corrections for mag-
netic field variations could be applied, and this
lock is intended for future implementation.
This section has outlined our plans for trap
Figure 10: CCD images of ion crystals. The top im-
age shows a crystal that contains only 171Yb+ ions and
was taken shortly after loading. The lower image shows
the same sample but a few hours later. It can be seen
that the remaining 171Yb+ ions are confined to the cen-
ter of the original crystal outline. The distorted shape
of the fluorescing ions is due to heavier, non-fluorescing
ions, occupying the lattice sites that complete the pro-
late spheroid shape of the minimum-potential volume.
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system improvements to improve device ro-
bustness, frequency stability and reproducibil-
ity. In particular, off-line tests of a new oven
design indicate that significant improvements
in performance are possible. Additionally, we
discussed in Ref. [28] plans for the imple-
mentation of a more compact wavemeter and
a possible alternative scheme to generate the
369.5 nm cooling radiation.
6 Conclusions
This paper describes the performance of a com-
pact microwave frequency standard demon-
strator based on laser-cooled ytterbium ions in
a linear Paul trap. The short-term frequency
instability achieved over averaging periods of
30 s to 1500 s was 3.6 × 10−12/√τ which is
an improvement over that of the best com-
mercial compact atomic clocks. A shot-noise
limited instability of 1 × 10−12/√τ is implied
from our measurements of the initial lineshape.
Enhancements to this system will address the
fluorescence loss issue and allow longer-term
operation. The next design iteration will en-
able the reproducibility to be investigated at
the 10−14 level and determine the limits to the
ultimate accuracy achievable. Together with a
substantial reduction in size, and further devel-
opment of the laser system [28], these improve-
ments should allow demonstration of the full
capability of our laser-cooled frequency stan-
dard.
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